D asSicC 2218 Railroad Avenue voice 530.243.7234 3860 Morrow Lane, Suite F voice 530.894.8966
Liboratory Redding, California 96001 i+ 530.243.7494 i Chico, California 95928 ‘2 530.894.5143

January 24, 2018

Lab ID: 18A0636

RICHARD BEALL

ENTEK CONSULTING GROUP

4200 ROCKLIN ROAD, SUITE 7

ROCKLIN, CA 95677

RE: CHICO STATE LEAD TESTING 17-4612

Dear RICHARD BEALL ,

Enclosed are the analysis results for Work Order number 18A0636. All analyses were
performed under strict adherence to our established Quality Assurance Plan. Any
abnormalities are listed in the qualifier section of this report.

If you have any questions regarding these results, please feel free to contact us at any time.
We appreciate the opportunity to service your environmental testing needs.

Sincerely,

2 b
W aw-—s————*
Ricky D. Jensen

Laboratory Director
California ELAP Certification Number 1677
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ba S I C 2218 Railroad Avenue

(916) 632-6800

@ 530.243.7234 | 3860 Morrow Lane, Suite F voice 530.894.8966
Redding, California 96001 5 530.243.7494 [ Chico, California 95928 f 530.894.5143
Report To: ENTEK CONSULTING GROUP Lab No: 18A0636
4200 ROCKLIN ROAD, SUITE 7 Reported: 01/24/18
ROCKLIN, CA 95677 Phone:
Attention: RICHARD BEALL P.O. #

Project: CHICO STATE LEAD TESTING 17-4612
Metals - Total

Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
BUTTE-STA-002 - Grab Drinking Water (18A0636-01) Sampled:01/12/18 06:49 Received:01/12/18 14:29

Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1364
PHY-HW-305-001 - Grab Drinking Water (18A0636-02) Sampled:01/12/18 07:23 Received:01/12/18 14:29

Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
PHY-HW-326-001 - Grab Drinking Water (18A0636-03) Sampled:01/12/18 07:26 Received:01/12/18 14:29

Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
PHY-HW-220-001 - Grab Drinking Water (18A0636-04) Sampled:01/12/18 07:30 Received:01/12/18 14:29

Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
PHY-218-001 - Grab Drinking Water (18A0636-05) Sampled:01/12/18 07:32 Received:01/12/18 14:29

Lead ug/| 59.7 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
PHY-HW-244-001 - Grab Drinking Water (18A0636-06) Sampled:01/12/18 07:37 Received:01/12/18 14:29

Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
PHY-HW-112-001 - Grab Drinking Water (18A0636-07) Sampled:01/12/18 07:43 Received:01/12/18 14:29

Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
PHY-HW-102-001 - Grab Drinking Water (18A0636-08) Sampled:01/12/18 07:46 Received:01/12/18 14:29

Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
LAX-100B-001 - Grab Drinking Water (18A0636-09) Sampled:01/12/18 07:55 Received:01/12/18 14:29

Lead ug/l 6.5 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
LAX-100C-002 - Grab Drinking Water (18A0636-10) Sampled:01/12/18 07:56 Received:01/12/18 14:29

Lead ug/!| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
LAX-100D-003 - Grab Drinking Water (18A0636-11) Sampled:01/12/18 07:58 Received:01/12/18 14:29

Lead ug/I 6.5 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
LAX-HW-100-005 - Grab Drinking Water (18A0636-12) Sampled:01/12/18 08:00 Received:01/12/18 14:29

Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1364
LAX-100E-004 - Grab Drinking Water (18A0636-13) Sampled:01/12/18 08:02 Received:01/12/18 14:29

Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
LAX-100-1 - Grab Drinking Water (18A0636-14) Sampled:01/12/18 08:09 Received:01/12/18 14:29

Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1364
LAX-100-2 - Grab Drinking Water (18A0636-15) Sampled:01/12/18 08:09 Received:01/12/18 14:29

Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
LAX-HW-001 - Grab Drinking Water (18A0636-16) Sampled:01/12/18 08:14 Received:01/12/18 14:29

Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
COLSA-103-001 - Grab Drinking Water (18A0636-17) Sampled:01/12/18 08:22 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
COLSA-103-002 - Grab Drinking Water (18A0636-18) Sampled:01/12/18 08:22 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
COLSA-103-003 - Grab Drinking Water (18A0636-19) Sampled:01/12/18 08:22 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
COLSA-107-001 - Grab Drinking Water (18A0636-20) Sampled:01/12/18 08:26 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1364
COLSA-107-002 - Grab Drinking Water (18A0636-21) Sampled:01/12/18 08:26 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-111-001 - Grab Drinking Water (18A0636-22) Sampled:01/12/18 08:34 Received:01/12/18 14:29

Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365

. ,.): M!

Approved By

Basic Laboratory Inc

California ELAP Cert #1677 and #2718 Page 2 of 5




3860 Morrow Lane, Suite F
Chico, California 95928

: 530.243.7234 !

2218 Railroad Avenue ;
i 530.243.7494 :

Redding, California 96001

basic

& 530.894.8966
» 530.894.5143

Report To: ENTEK CONSULTING GROUP Lab No: 18A0636
4200 ROCKLIN ROAD, SUITE 7 Reported: 01/24/18
ROCKLIN, CA 95677 Phone: (916) 632-6800
Attention: RICHARD BEALL P.O. #
Project: CHICO STATE LEAD TESTING 17-4612
Metals - Total
Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
BUTTE-HW-111-002 - Grab Drinking Water (18A0636-23) Sampled:01/12/18 08:34 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1365
BUTTE-HW-111-003 - Grab Drinking Water (18A0636-24) Sampled:01/12/18 08:34 Received:01/12/18 14:29
lLead ug/! ND 5.0 EPA 200.8 01/21/18 01/21/18 BBA1365
BUTTE-HW-209-001 - Grab Drinking Water (18A0636-25) Sampled:01/12/18 08:42 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-309-001 - Grab Drinking Water (18A0636-26) Sampled:01/12/18 08:47 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-309-002 - Grab Drinking Water (18A0636-27) Sampled:01/12/18 08:47 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-309-003 - Grab Drinking Water (18A0636-28) Sampled:01/12/18 08:47 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-407-001 - Grab Drinking Water (18A0636-29) Sampled:01/12/18 08:51 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-509-001 - Grab Drinking Water (18A0636-30) Sampled:01/12/18 08:56 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-613-001 - Grab Drinking Water (18A0636-31) Sampled:01/12/18 09:00 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
BUTTE-HW-707-001 - Grab Drinking Water (18A0636-32) Sampled:01/12/18 09:03 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
GLN-HW-104-001 - Grab Drinking Water (18A0636-33) Sampled:01/12/18 09:12 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BSA1365
GLN-110-001 - Grab Drinking Water (18A0636-34) Sampled:01/12/18 09:15 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1365
GLN-HW-306-001 - Grab Drinking Water (18A0636-35) Sampled:01/12/18 09:22 Received:01/12/18 14:29
Lead ug/i ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
GLN-HW-306-002 - Grab Drinking Water (18A0636-36) Sampled:01/12/18 09:22 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1365
GLN-HW-306-003 - Grab Drinking Water (18A0636-37) Sampled:01/12/18 09:22 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
GLN-HW-206-001 - Grab Drinking Water (18A0636-38) Sampled:01/12/18 09:28 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
GLN-HW-206-002 - Grab Drinking Water (18A0636-39) Sampled:01/12/18 09:28 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1365
GLN-HW-206-003 - Grab Drinking Water (18A0636-40) Sampled:01/12/18 09:28 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1365
MLB-108-002 - Grab Drinking Water (18A0636-41) Sampled:01/12/18 07:19 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-HW-108-001 - Grab Drinking Water (18A0636-42) Sampled:01/12/18 07:22 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-105-001 - Grab Drinking Water (18A0636-43) Sampled:01/12/18 07:22 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1366
MLIB-130-003 - Grab Drinking Water (18A0636-44) Sampled:01/12/18 07:26 Received:01/12/18 14:29
Lead ug/i ND 5.0 EPA 200.8 01/21/18  01/21/18 B8BA1366
Approved By
Basic Laboratory Inc
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basic

thoratary

2218 Railroad Avenue
Redding, California 96001

= 530.243.7234
< 530.243.7494

3860 Morrow Lane, Suite F
Chico, California 95928

- 530.894.8966
530.894.5143

Report To: ENTEK CONSULTING GROUP Lab No: 18A0636
4200 ROCKLIN ROAD, SUITE 7 Reported: 01/24/18
ROCKLIN, CA 95677 Phone: (916) 632-6800
Attention: RICHARD BEALL P.O. #
Project: CHICO STATE LEAD TESTING 17-4612
Metals - Total
Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
MLIB-130-001 - Grab Drinking Water (18A0636-45) Sampled:01/12/18 07:27 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BB8A1366
MLIB-130-002 - Grab Drinking Water (18A0636-46) Sampled:01/12/18 07:27 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1366
MLIB-HW-121-001 - Grab Drinking Water (18A0636-47) Sampled:01/12/18 07:37 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-HW-001-001 - Grab Drinking Water (18A0636-48) Sampled:01/12/18 07:41 Received:01/12/18 14:29
Lead ug/I ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-HW-035-001 - Grab Drinking Water (18A0636-49) Sampled:01/12/18 07:44 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 B8A1366
MLIB-201-002 - Grab Drinking Water (18A0636-50) Sampled:01/12/18 07:56 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-201-003 - Grab Drinking Water (18A0636-51) Sampled:01/12/18 07:58 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-201-004 - Grab Drinking Water (18A0636-52) Sampled:01/12/18 08:00 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-201-001 - Grab Drinking Water (18A0636-53) Sampled:01/12/18 08:01 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-228-001 - Grab Drinking Water (18A0636-54) Sampled:01/12/18 08:02 Received:01/12/18 14:29
Lead ug/l 8.2 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLB-213-001 - Grab Drinking Water (18A0636-55) Sampled:01/12/18 08:11 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-333-001 - Grab Drinking Water (18A0636-56) Sampled:01/12/18 08:15 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-333-002 - Grab Drinking Water (18A0636-57) Sampled:01/12/18 08:16 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-301-001 - Grab Drinking Water (18A0636-58) Sampled:01/12/18 08:19 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-301-002 - Grab Drinking Water (18A0636-59) Sampled:01/12/18 08:21 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-314-001 - Grab Drinking Water (18A0636-60) Sampled:01/12/18 08:21 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1366
MLIB-314-002 - Grab Drinking Water (18A0636-61) Sampled:01/12/18 08:23 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1368
MLIB-351-001 - Grab Drinking Water (18A0636-62) Sampled:01/12/18 08:25 Received:01/12/18 14:29
tead ug/l ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1368
MLIB-453-001 - Grab Drinking Water (18A0636-63) Sampled:01/12/18 08:32 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1368
MLIB-430-001 - Grab Drinking Water (18A0636-64) Sampled:01/12/18 08:38 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1368
MLIB-430-002 - Grab Drinking Water (18A0636-65) Sampled:01/12/18 08:39 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1368
MLIB-430-003 - Grab Drinking Water (18A0636-66) Sampled:01/12/18 08:40 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18  01/21/18 BBA1368
‘w# lh""*""""”m
Appfoved By
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voice 530.894.8966
{2 530.894.5143

3860 Morrow Lane, Suite F

530.243.7234

2218 Railroad Avenue v
- 530.243.7494

basic

Redding, California 96001 Chico, California 95928
Report To: ENTEK CONSULTING GROUP Lab No: 18A0636
4200 ROCKLIN ROAD, SUITE 7 Reported: 01/24/18
ROCKLIN, CA 95677 Phone: (916) 632-6800
Attention: RICHARD BEALL P.O. #
Project: CHICO STATE LEAD TESTING 17-4612
Metals - Total
Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
MLIB-440-001 - Grab Drinking Water (18A0636-67) Sampled:01/12/18 08:42 Received:01/12/18 14:29
Lead ug/l ND 5.0 EPA 200.8 01/21/18 01/21/18 BBA1368
MLIB-450-001 - Grab Drinking Water (18A0636-68) Sampled:01/12/18 08:45 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA200.8  01/21/18  01/21/i18  B8A1368
TRNT-100-001 - Grab Drinking Water (18A0636-69) Sampled:01/12/18 08:52 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1368
TRNT-HW-139-001 - Grab Drinking Water (18A0636-70) Sampled:01/12/18 08:55 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8  01/21/18  01/21/18  BBA1368
TRNT-HW-139-002 - Grab Drinking Water (18A0636-71) Sampled:01/12/18 08:56 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA200.8  01/21/18  01/21/18  B8AI1368
TRNT-HW-123-001 - Grab Drinking Water (18A0636-72) Sampled:01/12/18 08:58 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1368
TRNT-HW-239-001 - Grab Drinking Water (18A0636-73) Sampled:01/12/18 09:02 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18 01/21/18 BBA1368
TRNT-HW-239-002 - Grab Drinking Water (18A0636-74) Sampled:01/12/18 09:03 Received:01/12/18 14:29
Lead ug/| ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1368
TRNT-HW-222-001 - Grab Drinking Water (18A0636-75) Sampled:01/12/18 09:06 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18 01/21/18 B8A1368
TRNT-222-001 - Grab Drinking Water (18A0636-76) Sampled:01/12/18 09:09 Received:01/12/18 14:29
Lead ug/! ND 5.0 EPA 200.8 01/21/18 01/21/18 BBA1368
Notes and Definitions

DET Analyte DETECTED

ND Analyte NOT DETECTED at or above the detection limit

NR Not Reported

dry Sample results reported on a dry weight basis

RPD Relative Percent Difference

< Less than reporting limit

< Less than or equal to reporting limit

> Greater than reporting limit

> Greater than or equal to reporting limit

MDL Method Detection Limit

RL/ML Minimum Leve! of Quantitation

MCL/AL Maxium Contaminant Level/Action Level

mg/kg Results reported as wet weight

TTLC Total Threshold Limit Concentration

STLC Soluble Threshold Limit Concentration

TCLP Toxicity Characteristic Leachate Procedure .

Note 1 Received Temperature - according to EPA guidelines, samples for most chemistry methods should be held at <6 degrees C after collection, including during

transportation, unless the time from sampling to delivery is <2 hours. Regulating agencies may invalidate results if temperature requirements are not met.
Note 2 According to 40 CFR Part 136 Table 11, the following tests should be analyzed in the field within 15 minutes of sampling: pH, chlorine, dissolved oxygen, and sulfite.

Approved By

Basic Laboratory Inc
California ELAP Cert #1677 and #2718
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A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

ROCKLIN, CA 95677

(916)632-6800 PHONE ~ (916) 632-6812 FAX

19A0 (3G
Due 29-(§

P}‘Oﬁ&@

Date of Sampling:

Job Number:
Client Name:

Site Address:

Special instruction:

/! 11T ps

17-4612 Collected by:

California State University, Chico Turnaround Time:

Campus Wide Water Quality Testing for Lead
Chico, California

Lab: Basic Laboratory, inc.
2218 Railroad Avenue
Redding, CA 96001

Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Rick Beall

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekqroup.com, rbeali@entekgroup.com, metzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

” Place Label for Each Sample Information
T . * SO "y
" I " ,5 Building: By e §+ﬂ"l\tﬂ’! Outlet Syela { 2o el __‘
L 4 r’
-EQI-T—%;S—'NI—S—'I;“QSé Sate Floor: [ S Manufacturer: {uEk iy
UG 0([ q 5’ Location: Soda [Tocateia Filter: Aerator:
Initials | 24 HRTime  COC Description/Observation/Comments: NN
Building: *Outlet
Floor: Manufacturer:
Location: Filter: Aerator;
Description/Observation/Comments:
Building: *Qutlet
Floor: Manufacturer:
Location: Filter: Aerator;
Description/Observation/Comments:

Verfied s

DW = Drinking Water Bubbler

PR

WC = Water Cooler

Dusevved HIIO3

BS = Bottle Filling Station

(12715 0gG¢ dacii

Ll b
WD = Water Dispenser

*Outlet Type:
CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = Ice Maker
CM = Coffee Machme GF = Glass Filler
Delivered by: pate: /1 /2 18 Time: /) 30 ampm
) I 12 N8 ime: 103
Received by: W / W /M Pate: 1 2 / Time $ awpu

Recmwe

a4

Aliz)g

Tl (727§ /617

[185%)




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE7

ROCKLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 FAX

_.i_J__LZf_!ﬁ Basic Laboratory, inc,
3860 Morrow Lane, # F
Chico, CA 95928

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

Date of Sampling:

Job Number: 17-4612 Collected by:  Rick Beall
Client Name:  California State University, Chico Turnaround Time: 8-10 Day
Site Address:  Campus Wide Water Quality Testing for Lead ~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Please e-mail results as soon as available and include copy of submittal with those results to
mainoffice@entekgroup.com, rbeall@entekgroup.com, rmelfzen@entekgroup.com,
mpratt@csuchico.edu and rperrelli@csuchico.edu

Special Instruction:

" Place Label for Each Sample information

Building: ¢ -~ *Qutlet ¢
" wiaing P\/w] s'tc»x/é) Sam& .| TOutle W~
PHY-HW-305-001 J\,"['L"lg Floor: ’3‘”( Manufacturer: wad{wouw v
Sampl@('\tmber Date07 - Location: oy by Rovw 305 | Filter: Aerator:

2 : e ° = (. 'C

il 24 HR Time  COC Description/Observation/Comments: 1IS.G

Building: \O\M,, siced Seievce | *Outlet wo

Floor: 3‘“‘( Manufacturer: Lufc i 7

2 ot 26

PHY-HW-326-001

-12-1f

Sample Number Date Location: Hail L v Rovae 224 Filter: Aerator:
t
) — Y
%’7 0120 Description/Observation/Comments: 15-§7°C
Initials 24 HRTime €OC
" Building: ?"vw stead Coiemen | *outet W C
1
1-12 (3- Floor: l”‘( Manufacturer: (i kmx./»\ - "{
PHY-HW-220-001
Sample Number Date Location: Hv&(,( L:u; Room 230 Filter: Aerator:
: {
WS 071 20 Description/Observation/Comments: 1S- 2%
Initials 24HRTime  €OC
Outiet T DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
* t :
uiiet Type CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = ice Maker
CM = Coffee Machine GF = Glass Filler
N .
Delivered by: W&ﬂ/ Date: / 1 ( 7 18 Time: /03 O ampPm

Y] /18/ Time:

[ 1)1

[0.35 AWPM / 120

s ) D ] BT o
A i/



A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7
ROCKLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 FAX 3 0_(;\,(0
Date of Sampling: [ 1/12-118 Lab: Basic Laboratory, Inc. Basic Laboratory, Inc.

2218 Railroad Avenue 3860 Morrow Lane, # F
Redding, CA 96001 Chico, CA 95928

Job Number: 17-4612 Coliected by:  Rick Beall

Client Name:  California State University, Chico Turnaround Time: 8-10 Day

Site Address:  Campus Wide Water Quality Testing forLead =~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Special Instruction: Please e-mail results as soon as available and include copy of submittal with those resuifs to
mainoffice@entekgroup.com, rbeali@entekgroup.com, nnetzen@entekgroup.com,
mpratt@csuchico.edu and rperrelli@csuchico.edu

Place Label for Each Sample Information
Building: pﬁfm«.l siced Scleuce *Outlet K¢
\ . i —
P‘N&’ 21%-001 ,‘7’\ l? Floor: A il Manufacturer: Liwkwnovi IS
Samb‘\e Number Date ' _
e 0732~ Location: Rogn 205 Filter: Aerator:
[
Initials 24HRTime €OC | Description/Observation/Comments: TR
Building: P scced Seivuce *Outlet W e
Pligy-pl@-24d-00L -1 Z- 3 Floor: 7;“‘”( Manufacturer. Ctubuoga 1=l
Samgle Number Date Location: 1=l l"v; Racm 24y Filter: Aerator:
Y= o137 Description/Observation/Comments: |G-
Initials 24HRTime  €OC
‘ . Building: Pl siced Scieuce *Qutlet W e
PHY-HW-112-001 [ /21§ e : _
. : 1
Sample Number  Date Floor: ] Manufacturer: H aw s
Y s o4> Location: Hait loy Rovm jtT | Filter: Aerator:
Initials 24HRTime  €OC Description/Observation/Comments: 1S

Z:\Clients\Chico State\17-4612 Campus Wide Water Testing - Lead\Water COC & Forms\Water Request Rick.wpd

DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
*Outlet Type:
CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = Ice Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: Date: [/ 1[Z_ 18 Time: [ 2D amem

@U[ pquibed
Recened by %//é/ /)/‘ //// pate: | 1) I18i Time: 0135 AM/PM /10‘50
Tijizfis o




A EnTex

ENTEK CONSULTING GROUP, INC.

4200 ROCKLIN ROAD, SUITE 7
RoCKLIN, CA 95677

(916) 632-6800 PHONE
Date of Sampling:

Job Number:
Client Name:

Site Address:

(916) 632-6812 FAX

| 1 [2 ns

17-4612

Chico, California

Special Instruction:

California State University, Chico

Campus Wide Water Quality Testing for Lead

@cg/"‘ ok 2

Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

Collected by:  Rick Beall

Turnaround Time: 8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail resulls as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, reltzen@entekgroup.com,

mpratt@csuchico.edu and mperrelli@csuchico.edu

" Place Label for Each Sample Information
" Building: P Lw/ gicd  Scleuce | *Outlet w
2 Floor: I s+ Manufacturer: [
pviw oo _1-12-1f ‘ —Lmloton
Sample Number Date Location: Huil oy [Ceow LO2 | Filter: Aerator:
t @,
yo= \_D*Z% ' Description/Observation/Comments: 1L-0C
Initials’ 24 HRTime ~ €OC
" Building: LaX¥sw (el *Qutlet =R S UK
Floor: ] 5F Manufacturer: L Kiown
LAX-1008-001 -2-1§ )
Sample Number Date Location: Koo 00B Filter: Aerator:
Wﬁ) O7g 6 Description/Observation/Comments: 1n.2C
,llnitials 24 HRTime coOC
" Building: Lo ¢ ma [dea (L Outlet B Sk
's Floorr /30 Manufacturer: Liis Koy
LAX-100C-002 (—t2-1 )
Samp]e Number Date Location: iZOUW\ /000/ F”ter: Aerator:
[ S 015D Description/Observation/Comments: 1S5.6°C
Initias 24HRTime C€OC
“Outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = [ce Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: /{-—% fﬁéﬂz/é/y Date: [ 1 (7 _ns Time: /0 30 AmPM
Lt \ﬂqmmd
Received by /7% , Date: ’ / ,2‘ /18, Time:

/Ifl@l@g’

035 AmpPm ,i 1040



A EnTex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

RockLiN, CA 95677
(916) 632-6800 PHONE ~ (916) 632-6812 FAX
2 g

Date of Sampling: /

5 ofd6
Basic Laboratory, Inc.

3860 Morrow Lane, #F
Chico, CA 95928

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

Job Number: 17-4612 Coliected by:  Rick Beall
Client Name:  California State University, Chico Turnaround Time: 8-10 Day
Site Address:  Campus Wide Water Quality Testing for Lead ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Please e-mail results as soon as available and include copy of submittal with those results to
mainoffice@entekqroup.com, rbeali@entekgroup.com, nmetzen@entekgroup.com,
mpratt@csuchico.edu and rperrelli@csuchico.edu

Special Instruction:

" Place Label for Each Sample Information
” Building: Lo s f4all *Outlet Sk
st~ 1
LAX-100D-003 V(2 § Floor. _/ Manufacturer: D@( gxX -\
Sample Number Date . Location: IZ NS ocod Filter: Aerator:
— % e, _E § Description/Observation/Comments: 15.q°C
Initials 24 HRTime COC
” Building: [-owdsey Hal *Outlet Dw
g Floor. /! Ll Manufacturer: Hzw < -\T
I~12- . ;
LAX-HW-100-005 el Location:  Hlluyey Py Bowe 9P Filter Aerator:
Sample Number Date f . =
s OS/ 5O Description/Observation/Comments: (1.5°C
Initials 24HRTime €OC
” Building: [ax s fald *Qutlet Sl
LAX-100E-004 {-(2 —(f Floor. | i Manufacturer: LtaKnasig - \'%
Sample Number ~ Date g Location: Rovwq 700 E Filter: Aerator:
ug @ OL e . . 1. ES
ol >4 AR Time  COC Description/Observation/Comments:
“outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = ice Maker
CM = Coffee Machine GF = Glass Filler
¢ ¢ - < . .
Delivered by: /Q_//) &M% Date: {112 ns Time: /050 ampm
A\ .
‘ Pl lingueed B
Received by: /QZ //;’/L Yay, / /7 Pj Date: bor 2. ns / Time: 1035  AmPm /,aw’ 56
o7 ] Fuer= 7] 2)i




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

RocKLiN, CA 95677
(916) 632-6800 PHONE ~ (916) 632-6812 FAX d')% 6 O,Q &,Q,
Date of Sampling: 2 /1 2-/18 Lab: Basic Laboratory, inc. Basic Laboratory, Inc.

2218 Railroad Avenue 3860 Morrow Lane, # F
Redding, CA 96001 Chico, CA 95928

Job Number: 17-4612 Collected by:  Rick Beall

Client Name:  California State University, Chico Turnaround Time: 8-10 Day

Site Address: Campus Wide Water Quality Testing for Lead ~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8
Chico, California
Special instruction: Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, nmetzen@entekgroup.com,
mpratt@csuchico.edu and perrelli@csuchico.edu

Place Label for Each Sample Information
Buiding: [ oipcsn el Outlet DLy
~ - - h { 4 - -
LAX~ (VD - \ ﬂ’ [ 5 Floor: / Sh Manufacturer: thuhf i
, 3 Location: L o[ala«( Filter: Aerator:
W O %O ‘ Description/Observation/Comments: (- C
“ Building:  [e-xsm Haif *Qutlet D
LAY~ w- a\ f Floor: ]} r Manufacturer. H=eus '\S’
-2 Location: Lo lolvy Filter: Aerator:
( 15.6°C
ug% OfOGI Description/Observation/Comments: '
LWW W ater @%BW
- Building: L.o-x Sw [ *Qutlet D/
LAX-HW-001 | A 2-1 f Floor: Q“‘“< Manufacturer: ffaty 5 o
Sample Number  Date Location: el by W pweus A | Filter: Aerator:
Lo 031 Description/Observation/C ts: (7.6%
initials >4 HR Time _ €OC escription/Observation/Comments:
“Outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
Outiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = [ce Maker
CM = Coffee Machine GF = Giass Filler
. 2 0 4 , .
Delivered by: j C;\/é /g,&(,’é pate: (1 (L 18 Time: /g Zp Awpm

Received by: %g %_ / %Zcﬁujﬁfj% Date: ¢ 112 ns /' Time: 10'33 AM/PM / '060
/./ VAR j&,% T s




A Entex

ENTEK CONSULTING GROUP, INC.

4200 ROCKLIN ROAD, SUITE7

RoCKLIN, CA 85677
(916) 632-6800 PHONE

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

(916) 632-6812 FAX
/ 1 /% ns

Lab: Basic Laboratory, inc.
2218 Railroad Avenue
Redding, CA 96001

Collected by:  Rick

Turnaround Time:

09 T ok 2b
Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Beall

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, nnetzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

Place Label for Each Sample Information
Building:  Coly S Hall *Outlet o/ &
-1 Z:’[g Floor: /3 A Manufacturer: & (Keef -\
COLSA-103-001 (
Sample Number Date Location: L a&\,( “f Filter: Aerator:
577 — ) —
bz (1‘) Description/Observation/Comments: 5.1
Initials”~ 24HRTime ~ €OC [ 5 ev- frpatdmin
Buiding: (o s Hea U *Qutlet W&
2§ Floor. (27 Manufacturer: [E={lc.ay Y
COLSA-103-002 -7~ N . o ,
sample Number Date Location: [ oloby Filter: Aerator: (
> DZZ’L Description/Observalion/Comments: 1g.2fC
Initials 24 HR Time  €OC pet Feeatedn
Building: Colug it H= (] *Quitlet (577 $
COLSA-103-003 1-12-( f Floor: | ¢t Manufacturer: T + $ -14
Sample Number Date 5 g’L > Location: Loy Filter: Aerator:
"5
"uf: ipti i : S C
ale 4R Time  COC Descnptlon/ObservatloA/Comments {
~Outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = lce Maker
CM = Coffee Machine /s Filler
Delivered by: /z( Date: [/ 1]z M8 Time: /0 j0 Awem
&/\ MQUWSLL?J
Date: t /12 N8 Time:

@// ///

.y

[liﬂ/tq

1035 AM/PM
10°50



A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7
RoOCKLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 FAX ?, c'C 26
Date of Sampling: / r/Z-118 Lab: Basic Laboratory, Inc. Basic Laboratory, Inc.

2218 Railroad Avenue 3860 Morrow Lane, # F
Redding, CA 96001 Chico, CA 95928

Job Number: 17-4612 Collected by:  Rick Beall

Client Name:  California State University, Chico Turnaround Time: 8-10 Day

Site Address:  Campus Wide Water Quality Testing for Lead ~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8
Chico, California
Special Instruction: Please e-mail results as soon as available and include copy of submittal with those results fo

mainoffice@entekqgroup.com, rbeall@entekgroup.com, metzen@entekgroup.com,
mpratt@csuchico.edu and merrelli@csuchico.edu

" Place Label for Each Sample Information
Building: G’}(%;ﬁ e L( *Outlet K =
r-
COLSA-107-001 \~{2 g Floor: [ : Manufacturer: “ukunacn 220
Sample Number Date
i 0310 Location: oo (o7 Filter: Aerator:
Initials - 24HR Time  cOC Description/Observation/Comments: 1I53°C

Lo

Building: ¢ olu s Hall *Outlet B S
COLs A - 107 - UO,;\/ (-1t ¥ Floor: Z8 Manufacturer: T + $ -2\
R Location: ROW [07) Filter: Aerator:
0 82{0 Description/Observation/Comments: (S.0°¢
” Buildingg %€ Hal{ QOutlet W C
BUTTE-HW-111-001 \42-1 é( Floor: | it Manufacturer. = &ay -2
Sample Number Date‘ ) L] Location: Ha[l Lf’% [ ogvn Ll Filter: Aerator.(
: Init{if?} 24(H)R73Ti§e coc Description/Observation/Comments: i\'\.YC(‘

Lower Fourtain

|

DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
*Outlet Type:
CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = lce Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: pate: [ 1 (L 18 Time: /03¢0 AwPM

IZVL mq,owsad .
Received by: // / Dy Date: } ,'2.. 18 / Time: IO':35 AM/PM
1050

/12



A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

RocKLIN, CA 95677
(816) 632-6800 PHONE

Date of Sampling: / ;! &

Job Number: 17-4612
Client Name:

Site Address:
Chico, California

Special Instruction:

/18

California State University, Chico

Campus Wide Water Quality Testing for Lead

(916) 632-6812 FAX

Collected by:

Turnaround Time:

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

9ol Qb

Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Rick Beall

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekqroup.com, rbeall@entekgroup.com, rmefzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample Information
“ Building:  \2 (H{¢ Ha U *Outlet W e
BUTTE-HW-111-002 '~ "Z"l? Floor. | ° Manufacturer: [~ [k a~f 23
Sample Number Date - . {
. D63 Location: H=ll by Bovw [(( Filter: Aerator;
Initii\l/s\ 24 HR Time _ COC Description/Observation/Comments: T
l/\() ter Fowatan
¥
Building: Ry He =l *Outlet 55
4 . s’ f‘ . = K
BUTTE-HW-111-003 \-12Z 1? Floor: | Manufacturer: |= [ Kay AU
Sample Number Date 4 Location: Hetl ooy Rovwm [ | Fitter: Aerator:
L= 053 Description/Observation/Comments: 13- Le
Initiald 24 HRTime  €OC
" Building:  PButte il *Qutlet w &
BUTTE-HW-209-001 \ -2 5 Floor: / it Manufacturer: Lukagian o
S le Numb Dat
amp'e Rumber ate . Location: Mell be, Roma Filter: Aerator:
Initials 24 HRTime COC Description/Observation/Comments: IM.4°C
“Outiet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = lce Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: // ‘//7 / Z 2l Date: /1 (L ns Time: /0 2 AwPM
Lel nqou‘hd ,
Received by: W / / // A bate: -y 2 TR Tme 10035 awpm / 10'56

j IllZ],g



A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE7

ROCKLIN, CA 95677
(916) 632-6800 PHONE ~ (916) 632-6812 FAX
; 1218

Date of Sampling: J

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Lab: Basic Laboratory, inc.
2218 Railroad Avenue
Redding, CA 86001

Rick Beall

Collected by:

Turnaround Time:

0 of 2k

Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Special Instruction:

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, rmefzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample Information
" Building: RBufle H =y *Outlet v
BUTTE-HW-309-001 ’ ’IZ-_/“ { Floor: 3 rﬂ( Manufacturer: EIK —& (p
Sample Number  Date = Location: Hu(l by [{onw 209 | Filter: Aerator:
Initialfs i 4 I—ﬁ)Ti(rjne 7c0c Description/Observation/Comments: 1sq°C
" [ocser Sovatadn
’I Building: [PBufhe Ha Ul *Outlet wi
. Floor: 73 Manufacturer: El ke -2
BUTTE-HW-309-002 - {21\ - ”C . A
sample Number — * Location: M // L"f Ran 209 Filter: Aerator:
A= 0 ] L}-? .| Description/Observation/Comments: 15.4¢¢
Initials 24HRTime COC U e Forcterin
” % Qew bestdle
" Building: RBuide Mzl *Outlet K
li7 - . N‘/ L =lk .
BUTTE-HW-309.003 i2-18 Floor: 2 Manufacturer. =1k aqy 2y
Sarjjlﬁ}Number Date Location: Mzll by Rown 309 Filter: Aerator:/
< { ! y - e
Vad ©0 q? Description/Observation/Comments: 3.7°C
Initials 24 HRTime COC
~Outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = lce Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: N /4;() M Date: / 1 [2ns Time: [0 3y Awpm
2l wguested)
Received by: - % Q/l Q(// Date: v [z 18 Time: 1035 Am/PM
/ / o 7 Jilifig 7 1050




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7
ROCKLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 Fax ('l o‘@ Q-C
Date of Sampling: ] /112 /18 Lab: Basic Laboratory, Inc. Basic Laboratoty, Inc.

2218 Railroad Avenue 3860 Morrow Lane, # F
Redding, CA 96001 Chico, CA 95928

Job Number: 17-4612 Collected by:  Rick Beall

Client Name:  California State University, Chico Turnaround Time: 8-10 Day

Site Address:  Campus Wide Water Quality Testing for Lead ~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8
Chico, California

Special Instruction: Please e-mail results as soon as available and include copy of submittal with those results to
mainoffice@entekgroup.com, rbeall@entekgroup.com, rmetzen@entekgroup.com,
mpratt@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample Information
” Building: g%ﬁe &%u *Outlet w C
s UTTE-Hw-d07-001 __ |=[2—¢ ( Floor: yhn Manufacturer: Efkay -9
ample Number Date )
J,’\ 1= __M Location: Ma{( Lo; K oow Xu7#-| Filter: Aerator(.
4 [}
Initials ' 24HRTime cOC Description/Observation/Comments: [edeC
" Building:  Bu«tte  iH=( *Outlet JC
. i it |
BUTTE-HW-509.001 -2 =) f Floor: 5 » Manufacturer: [=(key 30
Sample Number Date Location: /= (Jwg S04 Filter: Aerator(:
; 7
i’\{j /)gs(a Description/Observation/Comments: le G C
Initials 24 HRTime COC
" Buiding. DRette pHall *Outlet W C-
, < : fu - Ele K3
BUTTE-HW-613-001 \-{2—1§ Floor: é‘ Manufacturer: (=1 l(am‘l
Sample Number Date 7 Location:  [H=(l by, Rovw L(3 | Filter: Aerator:
U 0400 » 7 , (619
- Description/Observation/Comments:
' Initial$ 24 HRTime C€OC
DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser

*Outlet Type:
CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = Ice Maker

CM = Coffee Machine GF = Glass Filler
Delivered by: /Z?‘/j /éét f pate: (/1 )28 Time: /020 Awem
/ P ongursted
Received by: / / ’Zé /{ Date: | /12 N8 j  Time: 10"39  AmPM / 1650
OV /

"Viz]is




A Enrex

ENTEK CONSULTING GROUP, INC.

4200 ROCKLIN ROAD, SUITE 7

ROCKLIN, CA 95677
(916) 632-6800 PHONE

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

(916) 632-6812 FAx

/ ! ! Zns Lab: Basic Laboratory, Inc.

2218 Railroad Avenue
Redding, CA 86001

Coliected by:

Turnaround Time:

V2 ol A e

Basic Laboratory, inc.
3860 Morrow Lane, # F
Chico, CA 95928

Rick Beall

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com. metzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample Information
Building: {A. e Hx(| *Outlet
BUTTE-HW-707-001 -1 2~ ( Floor: 7t Manufacturer:  [=(Kay ’?)1
Sample Number Date Location: Hax(] by Ragpa 707 | Filter Aerator:(
)= 090> — T oo
. Description/Observation/Comments: (A e
Initials 24 HRTime COC
” Building:  (5/cwn Half Outlet LW
_ gL ? Floor: | a8 Manufacturer: tinbupn -33
GLN-HW-104-001 ( { ,
Sample Number Date Location: M- l( (ov; Rovw 1 0OY Filter: Aerator:;
. . é
J 058 oy Description/Observation/Comments: 15.7°C
Initial} 24 HRTime  €OC
“ Building: (o evin Hall *Outlet =
GLN-110-001 i~ l?,f\g Floor: ,/ i Manufacturer: L, (o fF 34
sample Number  Date » Location: | s ({0 Filter: Aerator:
L A — . _ 1S 3%
Initials 24 HRTime  COC Description/Observation/Comments:
0 Tvpe: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
et Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = ice Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: /Z/C/ A/ﬁ(é/é/ pate: /12 ns Time: /0320 Awem
Date: y L N8 Time: 1635 amypm

Received by: g/ /%{ / %’%{?j\/
VA A

Lozl lo50




A Fnrex

ENTEK CONSULTING GROUP, INC.

4200 ROCKLIN ROAD, SUITE 7

RockLin, CA 95677
(916) 632-6800 PHONE

Date of Sampling:

(916) 632-6812 FAX
[ 1 2 ns

Lab: Basic Laboratory, inc.
2218 Railroad Avenue

Basic Laborgg

Redding, CA 96001

Collected by:

Turnaround Time:

Rick Beall

8-10 Day

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekqroup.com, rbeall@entekgroup.com, mefzen@entekqroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

13 ol 26

, Inc.
3860 Morrow Lane, #F
Chico, CA 95928

Place Label for Each Sample

Information

Building: @(&wrz Ha(/

*Qutlet

35

e 06 — ;= w—
GLN—HW-E&&OOl (=12 =1 25/ Floor. 271 Manufacturer: [=([Kay ~3S
l\.u».)’\"\ {
;Sam/zk.eANumber Date Location: H=((; b, BOA Filter: Aerator:
— éﬁ OQ 7’2'/' Descnptlon/Observatxén/Comments (% G
Initials 24 HRTime COC
“ Building: /4[6/24\/\ He U *Outlet w ¢
GLN-HV\?—%&OZ 12 —1 f Floor: 3’“0{ Manufacturer: E[f;m,; 36
Sample Number Date Location: /—{ql{ Ly iQou‘M 3006 | Filter: Aeratc(:
{
u‘ﬂ’% 091t Description/Observation/Comments: 1e.6C
’I,nitials 24HRTime €OC Low-<r— Fountapn
" Building:  (slevin  Half *Outlet we
06— , p Floor: 2+ Manufacturer. ={Kay =1
GLN-HW-386-003 V- 12— N o o /
Sample Number Date Location:  |H=1f{ Ln:, 2052, 30b | Filter: Aeratq(
\Jo= 0 5[‘ 12~ Description/Observation/Comments: n.gC
Initiald 24 HRTime  COC wppper Fouatmin
“out ] DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
Outiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = lce Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: ('Q// &/&M Date: [/ | /218 Time: /07 Awem
’Zt ‘tY}QU\S‘&U )
Received by / Date: | 1z n8 Time: 103 AM/PM ;

Lfr2fig

7i0%.s0



A Enrex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN RoAD, SUITE 7

ROCKLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 FAX

Date of Sampling: [ 1 {2-ng

Job Number: 17-4612 Collected by:  Rick Beall
Ciient Name:  California State University, Chico Turnaround Time: 8-10 Day
Site Address:  Campus Wide Water Quality Testing for Lead ~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Special Instruction:

Lab: Basic Laboratory, inc.
2218 Railroad Avenue
Redding, CA 96001

M of 20

Basic Laboratotly, Inc.

Chico, CA 95928

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, rmetzen@

entekqroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

3860 Morrow Lane, # F

Place Label for Each Sample

Information

i /czjzs

" Building: (% (ewn Hall *Outlet BS
200 [—12-] g-" o]
GLN-HW-286001 ! Floor A Manufacturer: (={ fesqg -3¥
Sample Number Date
P 0 ﬁ { Location: H=(( loy Reow. 206 | Fiter: Aerator: /
A2 2 l <
Initials ' 24 HRTime  COC Description/Observation/Comments: t1.3
" Buildingg Glewa Ml *Outlet o
200 K Floor: A ad Manufacturer: E(l;w/ -39
GLN-HW-gB6-002 | (2t )
Sample Number Date Location:  H=(( by Raow 206 Filter: Aerator:
- i 0
1 2 0 &f Z? Description/Observation/Comments: 12 1°C
Initials | 24HRTime  C€OC
” _ Building:  (Zolesin Heclf *Qutlet W
2000 c , wcf =y 40
ot 2o s - \Z”\%/ Floor: 2 ‘ Manufacturer: [={ Key Y
Sample Number Date Z( Location: H‘a{,{ LW] Ro‘dw 201 Filter: Aerator:/
}i\b O 01 0 Description/Observation/Comments: 6. H7C
,l,mtla 24 HRTime COC («Ltﬁ‘/f&if‘ FGOW“"‘\/E\D\
~Outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
uliet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = Ice Maker
CM = Coffee Machine GF = Glass Filler
Delivered by: /'Z%&CA/Z‘// Date: / / / Z_ 18 Time: /ﬁ/?(:’ AM/PM
b yrquig.d
—— ,/Z//// /Q/M/// gy e L e s e
/ 10150




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE7

ROCKLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 FAX

J / ’o)\/18

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

1S of QAL
Basic L.aboratory, inc.

3860 Morrow Lane, # F
Chico, CA 95928

Collected by:  Andy Roed
Turnaround Time: 8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Prease e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, nmetzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

” Place Label for Each Sample Information
” Building: M LT & *Outlet {J
Wep - rof -voQ -y <y Floor: I Manufacturer. St roC_ -4
; Location: (s f>"’K L Ny Filter: Aerator:
; < . g 7 <C
LN 1 ( é% Description/Observation/Comments: 1.2
] ser btk
— _ —
Building: LT S soutlet B F
3 o Floor: ! Manufacturer: /\J /OC’ -HZ
MLIB-HW-108-001 I~va-1 % o o o _
Sample Number Date Location: {.t)ey ‘. L w\é\) i ;Eu»«% ;| Filter: Aerator:
A ,Q 1300 U G Description/Observation/Comments: 17.4°C
Initials 24HRTime  €OC
” Buildingg MLIB outlet B F
- 13~ @ Floor: | Manufacturer. &/ A R
MLIB-105-001 { .
r Date Location: :QQM“\ JO Filter: Aerator;
Sample Numbe L 8
A—K on 2 Description/Observation/Comments: l6-¥
Initials 24 HR Time  COC

DW = Drinking Water Bubbler WC = Water Cooler

CF = Classroom Faucet
CM = Coffee Machine s

*Outlet Type:
KF = Kitchen Faucet

GF = Glass Filler

Delivered by:

ﬁécbnquta’uﬁ by
Q/z, L

BS = Bottle Filling Station WD = Water Dispenser

= |ce Maker

]O:BO@M

1035 AwPM,
o150

BF = Bathroom Faucet

\L/18

I 18
| i2 !

[ i!tzﬂg‘

Date: , Time:

Date: Time:




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE7

RockLIN, CA 95677

(916) 632-6800 PHONE ~ (916) 632-6812 FAX

1 s

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

£ 26
Basic Labora??y Inc (a °

3860 Morrow Lane, # F
Chico, CA 95928

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

Collected by:  Andy Roed

Turnaround Time: 8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Special Instruction:

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, Mmetzen@entekgroup.com,

mpratt@csuchico.edu and perrelli@csuchico.edu

Place Label for Each Sample Information
Building: M (TR outet B S
~D -8
MLIB-130-003
Sample Number Date @0 & Floor: \. Manufacturer: EL KAY - ’-{"\
A R W " | Location: 2.091"\ / AH‘ 130 | Filter: Aerator:
Initials 24HRTime  COC Description/Observation/Comments: { 1. A*C
Building: M LT oulet LE = low
MLIB-130-001 J=1 A-1& Floor: \ Manufacturer: £ lkay/ b))
I . 1
Sample Number Date l\' Location: Rop,\ / P(r-u. )30 Filter: Aerator:
' 7 "
A’ R CIAY 2 Description/Observation/Comments: 11.9Y C
Initials 24 HRTime COC
Building METH *outlet 2 C L\;g\k
)
=11~ 1€ Floor: | Manufacturer: E”(c\\/ -4
MLIB-130-002 ‘ 7
W Date - Location: QOO’\ / )Af‘f—‘\ 130 Filter: Aerator:
‘ .
__t/ __9__()___)1_,1—— Description/Observation/Comments: \ 1.6 C
Initials 24 HR Time  €OC
DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
*Outlet Type:

CF = Classroom Faucet
CM = Coffee Machine

Delivered by:

KF = Kitchen Faucet
GF = Glass Filler

BF = Bathroom Faucet

Date:

1 11 A ns

IM = Ice Maker

Q’V Date:

b 12‘ /18 Time:

1035

AM/PM

e
Received by: M /g bb// /L4
7N

i lﬁﬁl’ i

[ 105



A Entex

ENTEK CONSULTING GROUP, INC.

4200 ROCKLIN ROAD, SUITE7

RockLIN, CA 95677
(916) 632-6800 PHONE

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

(916) 632-6812 FAX
J 7 I 18

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue

Redding, CA 96001

Collected by:

Turnaround Time:

S G

Basic Laboratofy, Inc.

Chico, CA 95928

Andy Roed

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submiltal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, nnetzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

3860 Morrow Lane, # F

Information

" Place Label for Each Sample
I

Building: MLT R *Outlet ¢
MUB-HW-121-001 1~V E e
sample Number Date Floor: Besement Manufacturer: SN ro¢ H
AR on!%h Location: Ream ou‘ksi*&e. 1&¥ | Filter: Aerator:
Initials 24HRTime  COC Description/Observation/Comments: 17.3¢C
Building: AA LER *Outlet ¥
¢ Floor: Ba SMJT Manufacturer: Stan £ €_ -4g
MLIB-HW-001-001 I~ 13~} _ _
Sample Number Date Location: Hd(wo\./ -neer 00\ Filter: Aerator:
j
A—R o\ 14| Description/Observation/Comments: 1. 49C
Initials 24 HRTime COC
” Building MCIB *outlet & C
-y~ 114 Fioor: &sem/\"f Manufacturer: I-kw S \“lcs
MLUB-HW-035-001  J=/A=VE
Sample Number Date Location: Mr.\]w -0DS Rm O < | Filter: Aerator:
o ﬁ :L‘q ! \ ‘1 ) *C

AR

initials 24 HR Time  COC

Description/Observation/Comments:

DW = Drinking Water Bubbler
CF = Classroom Faucet
CM = Coffee Machine

*QOutlet Type:

Delivered by:

WC = Water Cooler

KF = Kitchen Faucet
GF = Glass Filler

BS = Bottle Filling Station

BF = Bathroom Faucet

pate: | 1 [\ ms

WD = Water Dispenser
IM = ice Maker

Sledd
/zﬁ

Time: O :?b @pm

——)
e LT

Date: i / 12 ns /,/‘27?1;: {035 AM/PM /(02&0



w fv

A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

ROCKLIN, CA 95677
(916) 632-6800 PHONE ~ (916) 632-6812 FAX

Date of Sampling: / /| )‘\K18

Job Number: 17-4612

Client Name: California State University, Chico

Campus Wide Water Quality Testing for Lead
Chico, California

Site Address:

Special Instruction:

(7 ok 26

b
Lab: Basic Laboratory, Inc. Basic Laboratory, Inc.

3860 Morrow Lane, #F
Chico, CA 95928

2218 Railroad Avenue

Redding, CA 96001
Collected by:  Andy Roed
Turnaround Time: 8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, rmetzen@entekqroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample information
” Building: A LT outlet & C

201 J=la~ig a
MLIB-201-002 Floor: D\ Manufacturer: E’ k«g/ §D
Sample Number Date :

AR 69 %56 Location: R‘Oh / Aree. D0\ Filter: Aerator:

v ~ . ‘ -
Initials 24HRTime  COC Description/Observation/Comments: 1T.8°C
" Building: A LB outlet N

- . Elka -5
MLIB-201-003 J~ra~1 € Floor: 2 Manufacturer: ] )/
Sample Number Date Location: goom / A«A 20\ Filter: Aerator:
I L4
A"K‘ 69858 Description/Observation/Comments: T.6°¢
Initials 24 HRTime COC
” Building: M LT *Qutlet BS
- 2 - El 5
MUIB.201-004 j= 12 ¥4 Floor: Manufacturer: kﬂ\\'/ r
Sample Number Date Location: Rm" QN ea, 20\ Filter: Aerator:
o 3

AR o 8_ 0 Description/Observation/Comments: (ueC

Initials 24 HRTime COC

DW = Drinking Water Bubbler WC = Water Cooler

CF = Classroom Faucet
CM = Coffee Machine

*Outlet Type:
KF = Kitchen Faucet

GF = Glass Filter

Delivered by:

, rtumqmmd ﬂg
Received by: % M /é / A S 2/;/7
d / / ad /

BS = Bottle Filling Station WD = Water Dispenser

BF = Bathroom Faucet IM = Ice Maker
pate: | /[ 18 Time: 10,56 apem
. / 18 Time: . (
pate: [ ! 12 / Wit 035 ampm [ 050

2|




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

' O

A o
Date of Sampling: /)‘ /18 Lab: Basic Laboratory, Inc. Basic Laboratoty, inc.
2218 Railroad Avenue 3860 Morrow Lane, # F

Redding, CA 86001 Chico, CA 95928

Job Number: 17-4612 Collected by:  Andy Roed

Client Name:  California State University, Chico Turnaround Time: 8-10 Day

Site Address:  Campus Wide Water Quality Testing for Lead ANALYSIS REQUESTED: Lead in Water by EPA 200.8
Chico, California
Special Instruction: Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekqroup.com, nmetzen@entekgroup.com,
mpratt@csuchico.edu and rperrelli@csuchico.edu

Place Label for Each Sample Information
Building: M LY B *Outlet ¢y €
MLIB-201-001 )-13~1& Floor: 1y Manufacturer: H'—U(:v -S3
Sample Number Date .
;{ K O% o0\ Location: R?‘\ ) pr\& ;ZD \ Filter: Aerator:
hd $
Initials 24 HRTime €COC  Description/Observation/Comments: |7.4%C
Buiding MLT B outiet K S -5
W ¢ Floor: 2 Manufacturer: p/J A’
228- I~Vas) , )
MLIE-228-001 Location: 9\{'\ Qag Filter: Aerator:
Sample Number Date oC
.‘(\. L 6% 0 - Description/Observation/Comments: 1.6
Initials 24 HRTime  COC
Building: M LXB Outlet K S
[~t 33 ¢ | Floor: :L Manufacturer: » [ A LSS
MLF~a(3- vy R ; ’
Location: ™ Q \.’D Filter: Aerator:
k R og=t Description/Observation/Comments: VT gC
~outlet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = Ice Maker
GF = Glass Filler
Delivered by: Date: ) )Q\ 18 Time: / o/ %@/FM
Received by: Date: i Tig N8 | Y .zﬂrzge! i5.35 AmpPM ! 10:50

]



A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE7

RocKLIN, CA 95677
(916) 632-6800 PHONE

\ s\ s

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special instruction:

(916) 632-6812 FAX

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

Collected by:

Turnaround Time:

20 ok 2L

Basic Laboratory, Inc.

Chico, CA 95928

Andy Roed

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekqroup.com, rmetzen@entekgroup.com,

mpratt@csuchico.edu and perrelli@csuchico.edu

3860 Morrow Lane, # F

Place Label for Each Sample

Information

PaLif 333 <§o) | Al P TS ¥ -

Building: N\LT«V

Outlet W lov

Floor: a)

Manufacturer: E‘ IQ\\/
T

S

PT R 0gIIS Location: Reom 3D 3 Filter: Aerator:
Description/Observation/Comments: (.4°C
Lo I

Building: MLI®

*Qutlet

b 1B -333 ~00Z— 7\/ {d«~1& | Floor: % Manufacturer: E'kﬁ\’/ S
Location: Rete™ 3 %% Filter: Aerator:
PY R O8I é Description/Observation/Comments: 17.3°C
” Building MU TS outet W L Jow
MLIB-301-001 ]~ 1a~1& Floor: 3 Manufacturer: Jatw $ 5§
Sample Number Date Location: & |6 20 \ Filter: Aerator:
A— K o8 14 Description/Observation/Comments: 1.3°C

Initials 24 HR Time COC

DW = Drinking Water Bubbler

WC = Water Cooler

Z:\Clients\Chico State\17-4612 Campus Wide Water Testing - Lead\Water COC & Forms\Water Request Andy.wpd

BF = Bathroom Faucet

Date:

BS = Bottle Filling Station

/11, ns

WD = Water Dispenser
IM = lce Maker

Time: ’é,'% @!PM

Time:

(035 amipm [10:50

*Outlet Type:
CF = Classroom Faucet KF = Kitchen Faucet
CM = Coffee Machine = Glass Filler
Delivered by:
Received by:

-

/%/// v mjﬁzsz % Date: e M [‘imsx
AR ’



A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

RocKLIN, CA 95677
(916)632-6812 FAX

(916) 632-6800 PHONE
l /&8

2l of A¢
Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

Date of Sampling:

Job Number: 17-4612 Collected by:  Andy Roed
Client Name:  California State University, Chico Turnaround Time: 8-10 Day
Site Address:  Campus Wide Water Quality Testing for Lead ~ ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Chico, California

Please e-maijl results as soon as available and include copy of submittal with those results to
mainoffice@entekqroup.com, rbeall@entekgroup.com, rmetzen@entekgroup.com,
mpratt@csuchico.edu and rperrelli@csuchico.edu

Special Instruction:

" Place Label for Each Sample Information
H Building M LI coutlet € (hy)
MLIB-301-002 [~1d1 g Floor: 3 Manufacturer: Haw & -9
Sample Number Date Location: Alec. 30 ! Filter: Aerator:
- A 'Q © %4 \ Description/Observation/Comments: t9-3c

Initials 24 HRTime €OC
u Building: M LIB *Qutlet K <

MLIB-314-001 )= 131 K Floor: =2 Manufacturer: ~] A 0
Sample Number Date '

7& [i O8N \ Location: Af'eﬁ 31 “( Filter: Aerator:

Initials 24HRTime COC Description/Observation/Comments: %. g °C

" Building: M EE® outet WK S ,
J~1a-) & Floor: 5 Manufacturer. N[ & -G (

MLIB-314-002

Sample Number Date Location: -PF(&‘\ 1k Filter: Aerator;

A O& 2 3 Description/Observation/Comments: €. 0°C
Initials 24 HRTime COC
-Outiet Type: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = Ice Maker
CM = Coffee GF = Glass Filler
Delivered by: Date: ) 11 A ns Time: /O ' 30 @’M
| KAJ' U‘IBLLd 57
. / 118 ime: . -
Received by: i/ g?/%/{/ Date: § 12 I ',9 ’Tlﬂe. {O L35 AM/PM [ 16




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

RoOCKLIN, CA 95677
(916) 632-6800 PHONE

Date of Sampling:

Job Number: 17-4612
Client Name: California State University, Chico
Site Address:  Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

(916) 632-6812 FAX
’ / ,"' /18

Coilected by:

Turnaround Time:

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue
Redding, CA 96001

pq 2L ol 6
Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Andy Roed

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekqroup.com, rbeall@entekgroup.com, nmetzen@entekgroup.com,

mpralt@csuchico.edu and merrelli@csuchico.edu

" Place Label for Each Sample Information
” Building: m LT *outlet W €

MLIB-351-001 I~\Q~1¢ Floor: 3 Manufacturer: Hew $ -G

Numb Dat N
Sa";:eﬂum o aOe .35 Location: veas ?M 251D Filter: Aerator;
Initials 54 HR Time  €OC Description/Observation/Comments: &s°C
Building: M TR outlet K
- ‘ Floor: 44 Manufacturer: A/A (53
MLIB-453-001 I~ 1=/ /
Sample Number Date Location: RooM Y 55 Filter: Aerator:
Pf {L 08} A\ Description/Observation/Comments: { 7.1 T

Initials 24 HR Time COC
| Buildingg M UL ® outlet VWC_ ( Jow D

MLIB-430-001 NESES Floor: '-'& Manufacturer: £\ \Q\\(/ LG
Sam;K Number Date Location: 'k(m L\BD Filter: Aerator:

— R 6§.35 Description/Observation/Comments: 1R
Initials \ 24 HRTime COC
DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
*Outlet Type:
IM = Ice Maker

CF = Classroom Faucet

CM = Cof
Delivered by: %

KF = Kitchen Faucet BF = Bathroom Faucet

GF = Glass Filler

Date:

P

18 Time: }O:go @M

¥

pate: | ! 9

Received by: % // /{.
v/

/

A=

LILL
4

I18/|!|2 1% 10135 AWPM f (0:30




A Entex

ENTEK CONSULTI

4200 ROCKLIN ROAD,

RocCKLIN, CA 95677

(916) 632-6800 PHONE

Date of Sampling:

Job Number:
Client Name:

Site Address:

NG GROUP, INC.
SUITE 7

17-4612
California State University, Chico

Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

(916) 632-6812 FAX

\ /\}‘ /18

Lab: Basic Laboratory, Inc.
2218 Railroad Avenue

Redding, CA 96001
Collected by:

Turnaround Time:

23 of

Basic Laboratory, Inc.
3860 Morrow Lane, # F
Chico, CA 95928

Andy Roed

8-10 Day

A6

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, nmefzen@entekgroup.com,

mpratt@csuchico.edu and roerrelli@csuchico.edu

" Place Label for Each Sample Information
Building: p LY'® outlet LC L\sb
MLIB-430-002 J~1a~\ € _ _ -
Sample Number Date Floor: "\ Manufacturer: %\‘H\(’ S
0% 3‘( ~ Location: pﬂ% '*\":O Filter: Aerator;
|mt:a|s 24HRTime  COC | pegeription/Observation/Comments: (§.3°C
Building: M LL% *Outlet % 5
MLIB-430-003 J~Va~\ & Floor: '—\ Manufacturer: E’ km{ (A
S
am;: (gumber Dateo g. 'q 5 Location: p( clo L\.ﬁo Filter: Aerator:
Initials 24 1R Tim; coc Description/Observation/Comments: 1¥.9
Buiiding: MLI W outet K&
MLIB-440-001 J=1a~1 & Floor: Y Manufacturer: Cluesago Fw't—__l
Sample Number Date Location: Rl"‘ 4 qd Filter: Aerator: -6
AR, og:dd. Description/Observation/C ts: 1%.6%C
—— ZARR T coe escription/Observation/Comments:
. Tyoe: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = ice Maker
CM=Co GF = Glass Filler
Delivered by: - Date: ’ / ,)\ ng Time: ,D -’ ;O SgEPM
WQUM Oﬂf . ' 35
e NI Qhulgf o 11z "y 1007 awem s
/7 ' |



A EnTex

ENTEK CONSULTING GROUP, INC.

4200 ROCKLIN RoaD, Su

ROCKLIN, CA 95677
(916) 632-6800 PHONE

Date of Sampling:

ITEY7

(916) 632-6812 FAX

| \h /18

Lab: Basic Laboratory, inc.
2218 Railroad Avenue

oq 24 ot
Basic Labora?(%y, ln:( © ‘c

3860 Morrow Lane, # F

Job Number: 17-4612
Client Name:  California State University, Chico
Site Address: Campus Wide Water Quality Testing for Lead

Chico, California

Special Instruction:

Redding, CA 96001

Collected by:

Turnaround Time:

Chico, CA 85928

Andy Roed

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail resulls as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekgroup.com, rmelzen@entekgroup.com,

mpratt@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample Information
Building: p LT® outet W
P LR ~ 450- 00 | I~V 318
Floor: "\ Manufacturer: Hau e ‘(9(
A_ R O g 'y g" Location: me’ “‘\50 Filter: Aerato-r:'
Description/Observation/Comments: (8.5°¢
= ;
Building: ’IIM‘\\I outet & C
7
: - . , LA
TRNT-100-001 J- ) =) € Floor. | Manufacturer: HALJ S
Sample Number Date Location: U&:'\nm\ pﬂeﬁ K)O% Filter: Aerator:
AR O 8.52 . . -
7 v Description/Observation/Comments: CR W
Initials 24 HR Time  COC
" Building: T riacly outiet M (lau\
[ !
TRNT-HW-139-001 AR G %’ Floor: i Manufacturer: =/ I(&\{ / -70
te I \4 .\l : 3 v .- .
Sample Number DaO e 5L Location: ke =agesr | 51 Filter: Aerator:
* - . . Q. {eC
e JAHRTime  €OC Description/Observation/Comments: 1A
DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
*Outlet Type:
IM = lce Maker

CF = Classroom Faucet
CM = Coffee Machine

Delivered by:

BF = Bathroom Faucet

1]é\

KF = Kitchen Faucet
GF = Glass Filler

Date:

Time: /Ofgo GpPm

S—=)
et %////&

Ldmqoreled hj

Date: i iz

1035  aAmpm [10:50

Time:
19




A Entex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

ROCKLIN, CA 95677
(916) 632-6800 PHONE

Date of Sampling:
Job Number: 17-4612
Client Name:

Site Address:
Chico, California

Special Instruction:

(916) 632-6812 FAX

) / Id ns

California State University, Chico

Campus Wide Water Quality Testing for Lead

Collected by:

Turnaround Time:

Lab: Basic Laboratory, inc. Basic Labora@ , Inc.
2218 Railroad Avenue
Redding, CA 96001

DS o {26

3860 Morrow Lane, # F
Chico, CA 95928

Andy Roed

8-10 Day

ANALYSIS REQUESTED: Lead in Water by EPA 200.8

Please e-mail results as soon as available and include copy of submittal with those results to

mainoffice@entekgroup.com, rbeall@entekqroup.com, rmetzen@entekqroup.com,

mprait@csuchico.edu and rperrelli@csuchico.edu

Place Label for Each Sample

Information
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|

outet W¢_ (i)

Building: Tfo\n A-}/

TRNT-HW-139-002 !/~ |l“ e Fioor: ) Manufacturer: E( kt\/ -7
Sample Number Date Location: H&.u“‘\l “ neowr I3 ‘l Filter: Aerator:
A—@ OF: e o ¢ . q geC
Initials 24 HR Time _ COC Description/Observation/Comments: S
“ Building: “let m‘{'t/ outlet W €
{
N Floor: [ Manufacturer. Haw $ -1
TRNT-HW-123-001 ) . ]
Sample Number Date Location: ml(w - Nl \1-5 Filter: Aerator:
v {
ﬁ' QL o< 58 Description/Observation/Comments: 1€.¢°C
Initials 24 HR Time €COC
I Buiding: J renety/ ~outlet W / Jowr
. -
TRNT-HW-239-001 NP g Floor: 1. Manufacturer: & “(m/ 173
[§
Sample Number Date Location: Hgl‘uu. Negs ng Filter: Aerator:
0 ' P
— A Q ©4:03 Description/Observation/Comments: Qe
Initials 24 HRTime COC
DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
*Outlet Type:
IM = [ce Maker

CF = Classroom Faucet
CM = Coffeg i

Delivered by:

KF = Kitchen Faucet

BF = Bathroom Faucet

GF = Glass Filler
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7

pate: | /)4 ns Time: /O.'?O@/pm
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A Enrex

ENTEK CONSULTING GROUP, INC.
4200 ROCKLIN ROAD, SUITE 7

RoOCKLIN, CA 95677
(916) 632-6800 PHONE ~ (916) 632-6812 FAX

26 o{cl{o

g

Date of Sampling: ' / J )\/18 Lab: Basic Laboratory, Inc. Basic Laboratory, Inc.
2218 Railroad Avenue 3860 Morrow Lane, #F
Redding, CA 96001 Chico, CA 95928

Job Number: 17-4612 Collected by:  Andy Roed

Client Name:  California State University, Chico Turnaround Time: 8-10 Day
Site Address:  Campus Wide Water Quality Testing for Lead =~ ANALYSIS REQUESTED: I.ead in Water by EPA 200.8
Chico, California

Special Instruction: Please e-mail results as soon as available and include copy of submittal with those results to
mainoffice@entekqgroup.com, rbeall@entekgroup.com, rmetzen@entekgroup.com,
mpraft@csuchico.edu and rperrelli@csuchico.edu

" Place Label for Each Sample Information
” Building: "Y ¢ “\;sﬂ/ outlet £J & Q\i)
. ' . _7d
TRNT-HW-235-002 =13~ Floor: Q Manufacturer: E /kq}/ 1
Sample Number Date Location: RA\\I«.!{ «ALev. 239 | Filter: Aerator:
A‘ R 6q:03 - Description/Observation/Comments: g4 C
Initials 24 HRTime COC
ll
” Building: Trm.'-ls/ outlet W C
[
TRNT-HW-222-001 I=)3- )f Floor: 2 Manufacturer: &J {A '73
Sample Number Date Location: }k\\mq = Noles lll Filter: Aerator:
64906 )
= R Description/Observation/Comments: 14.5C
Initials 24 HRTime COC
I Buiding: T¢iarty ~outiet K S
7
TRNT=232 -~ 001 -4~18 | Floor: A Manufacturer: s A 16
¥
Location: Qm (el 210 Filter: Aerator:
'
P‘- R 2q. Oq Description/Observation/Comments: (g.oc
“Outlet Tvoe: DW = Drinking Water Bubbler WC = Water Cooler BS = Bottle Filling Station WD = Water Dispenser
utiet Type: CF = Classroom Faucet KF = Kitchen Faucet BF = Bathroom Faucet IM = ice Maker
CM = Coffee I!l‘ggnine“ . _ GF = Glass Filler

Delivered by:

- ) Date: l / ’ ;\ ns Time: /0§0 @PM
A

)
Received by: . , // Q/A M// pate: | /i3 “8'“/'2?39: 16.35 AMIPM/)USO
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